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January 18, 1939 


NEW YORK,23-25 £.26™ ST. 
CHICAGO, 58'E.WASHINGTON ST. 
ST. LOUIS,634 NO.GRAND BLVD. 


Mr. S. T. Bowen 
Surgery Division, 55 
U. S. Patent Office 
Washington, D.C. 


Dear Dr. Bowen: 


Thank you for your card from the manufacturers’ publication 
SURGICAL EQUIPMENT. We are pleased to comply with your request 
for copy of our catalog of genuine Stille Instruments. This cata- 
log goes forward to you by separate mail, and we trust it will be 
of interest and help to you in selecting your finest instruments. 


Every Stille instrument bears the Stille trademark for quick 
and certain identification. This trademark is the purchaser’s assur- 
ence of securing genuine Stille instruments. The utmost satisfaction 
comes from the uso of these famous instruments whose superior quality 
has won international recognition, 


We shall be glad to hear from you after you have had oppor- 
tunity to look through the catalog we are sending. 


Very truly yours, 


Scanlan-Morris Company 
STILLE DIVISION 


Gosta Ahlstrom 


= *STILLE% 


ae 


SWEDEN 


fee Stille Instruments manufactured by A. B. Stille-Werner of Stock- 
holm, Sweden, are listed in this |catalog. Ninety-seven years of manufacturing 


experience insure the superb quality of these famous instruments. 


Stille Instruments are readily identified by the familiar Stille trademark illus- 
trated above. This trademark, or the words “Stille Sweden” on instruments too 
small to carry the complete trademark emblem, appears on each Stille instrument. 
The Stille trademark represents a valuable guarantee to the purchaser. It indi- 
cates the world’s finest quality in surgical instruments. It is assurance of years of 
highly satisfactory service with minimum upkeep expense. In the interests of the 
surgeon and hospital executive who is desirous of securing genuine Stille instru- 
ments, we respectfully urge that the true Stille trademark be considered a reliable 


guide in buying. 


Stille Instruments are obtainable only from Scanlan-Morris Company, Madison, 
Wisconsin, exclusive agents in the United States for Stille of Stockholm, Sweden. 
The personal services of Scanlan-Morris Company’s field representatives and 
Deater-Distripurors LocaTep iN Principat Cities are freely available to 


hospital and surgeon in the selection and care of Stille instruments. 


November 15, 1938 


SCANLAN-MOARIS COMPANY 


Stille Division : 
Madison, Wisconsin 


Chicago Office St. Louis Office New York Office 
58 E. Washington St. 634 No. Grand Blvd. 23-5 E. 26th St. 
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Ex 1 
) STILLE instruments insure utmost satisfaction in the operating room because of their fine 
| quality and excellent performance. Only high grade materials are used in construction. Each 
detail of construction is accomplished in a thoroughly workmanlike manner, reflecting the skill 
and experience of generations. In Stille instruments, great strength and durability combine with 
the qualities of lightness, comfort, and ease of manipulation. 
) Accurately constructed of stainless steel which has been carefully tempered to the cor- 
| rect degree of hardness, Stille scissors retain their efficiency through many years ‘of service. 
i 
Made in three sizes: 4’, 5’, 534’” 
Code | Cat. No. Name of Article Size Price 
Scisa 22-00 | Operating and Dressing Scissors, straight, sharp and sharp points........ 4” $ 4.00 * 
Seisb 22-01 | Operating and Dressing Scissors, curved, sharp and sharp points........ 4” 4.50 * 
Scisce 22-02 | Operating and Dressing Scissors, straight, sharp and blunt points... .... 4” 4.00 * 
Scisd 22-03 | Operating and Dressing Scissors, curved, sharp and blunt points......... 4” 4.50 * 
Scisf 22-05 | Operating and Dressing Scissors, curved, blunt and blunt points.........| 4” 4.50 * 
Scisg 22-10 | Operating and Dressing Scissors, straight, sharp and sharp points........ 5 4.25 * 
Scish 22-11 | Operating and Dressing Scissors, curved, sharp and sharp points......... 5” 4.75 * 
Scisi 22-12 | Operating and Dressing Scissors, straight, sharp and blunt points........ 5” 4.25 * 
Scisj 22-13 | Operating and Dressing Scissors, curved, sharp and blunt points......... a” 4.75 * 
Scism| 22-20 | Operating and Dressing Scissors, straight, sharp and sharp points........ 534” 4.50 * 
Scisn 22-21 | Operating and Dressing Scissors, curved, sharp and sharp points......... 534” 5.00 * 
Sciso 22-22 | Operating and Dressing Scissors, straight, sharp and blunt points........ 534” 4.50 * 
Scisp 22-23 | Operating and Dressing Scissors, curved, sharp and blunt points.........| 534” 5.00 * 
Seisr 22-25 | Operating and Dressing Scissors, curved, blunt and blunt points......... 534” 5..00'* 


STILLE MAYO DISSECTING SCISSORS 


Made in two sizes: 534’ and 634”, with regular flat blades or with rounded blades, which are 
especially suitable for blunt dissection 


Code | Cat. No. Name of Article Size Price 
\ Sciss 22-50 | Mayo Dissecting’ Scissors, straight.............. 06006. c cece eee e dence 534” $ 4.50 * 
| Scist 22-51 | Mayo Dissecting Scissors, curved... . 0... 6.0.06. 0 cece case cee ete e ees 584” 5.00 * 
Scisu 22-52 ‘| Mayo Dissecting Scissors, straight...... 0... ...66 000 esc ieee seu eee 634” 5.50 * 
Scisv 22-53 | Mayo Dissecting Scissors, curved... ........ 6.20.2 ce eee eee ee dbeenenes 634” 6.00 * 
Scisw 22-56 | Mayo Dissecting Scissors, straight, rounded blades.................... 534” 4.50 * 
; Scisx 22-57 Mayo Dissecting Scissors, curved, rounded blades..................... 534" 5.00 * 
Scisy 22-58 Mayo Dissecting’ Scissors, straight, rounded blades.................... 634" 5.50 * 
Scisz 22-59 | Mayo Dissecting Scissors, curved, rounded blades..................... 634” 6.00 * 


22-50 22-51 
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72-10 72-11 
Code | Cat. No. Name of Article Size Price 
| Sciah 62-10 | Blunt Dura Scissors, straight (see illustration under catalog No. 72-10)... . 4!" $ 5.00* 
waas Sciai 62-11 Blunt Dura Scissors, curved (see illustration under catalog No. 72-11)..... ae 5.50 * 
me Sciaj 62-15 | Taylor’s Dura Scissors, angled, one point guarded..................... 514" 8.00 * 
ST | L L E A B D 0 M | N A L § C | § § 0 R § Sciak 62-51 | Dandy’s Trigeminus Scissors, double curved (see illustration on page 22)..| 634” 14.00 * 
Sciam 72-10 Tris Seissore, atenight, Sharpi POwwss on. is 6 sac 0 a wae ceed om wee wee ww Ai’ 5.00 * 
Scian 72-11 Tria Scissors, curved, sharp points....... 0.4. 60. ci sees ia desu sea een ee 4” 5 50 * 
Code | Cat. No. Name of Article Size Price | Sciao 72-55 | Heymann’s Nasal Scissors, angled. . 614" 750% 
Sciap 82-71 Metzenbaum’s Tonsil’ Scissors..... 20... cee cee tees eee eee nneen i 7.50 * 
Scima 22-60 Mayo-Noble Scissors, straight........ 6.66.2. 00-00 e sere eee e seers fi $ 7.00 * Sciar 82-77 Boettcheris Tortail’ Scissors. 5... 6 ses casio 2 scene onus 6 sand a apace apa g alsa we aaa e abe 754" 7 .50'* 
Scino 22-61 Mayo-Noble Scissors, curved...........-.2++00seee seen ete e eee ee ees ait 7.50'* Scias 92-32 Sim’s Uterine Scissors, straight, sharp and blunt points. . a Ua as 
Very strong Mayo dissecting scissors with extra heavy joints | Sciat 92-33 Sim’s Uterine Scissors, curved, sharp and blunt points................. Bt 8.00 * 
Sciag 22-65 | Ferguson Abdominal and Ligature Scissors, angular on Mats Sess aux eae 734" 8.50 * Sciau 92-34 | Sim’s Uterine Scissors, straight, blunt and blunt points................ 8” 750% 
STILLE Ferguson Scissors have strong, straight blades at a convenient Sciav 92-35 | Sim’s Uterine Scissors, curved, blunt and blunt points.................. 8” 8.00 * 
angle for ligature and abdominal work Sciaw Bo-El, || Lister's Biendage SAGG0S «6 sn iies a ans nines nad a3 9 CAS Pia DS DH g ORLA 514" 5 ‘50 * 
Sciaa 42-32 Abdominal Scissors, straight, sharp and blunt points..........-..------ Wa 6.50 * Sciax 32-43 Diptera Band aee Scissors wnt: caussh 5, sans acne syons 3) ahbne- cate  ueaed a se" seme ag ard 634” 6 ‘00 * 
Sciab 42-33 | Abdominal Scissors, curved, sharp and blunt points........-.-.--++++++ Hh 7.00 * Hi Sciay 32-63 Stille Plaster Scissors, blade and guard curved.....................085 11y%" 22 ‘00 * 
Sciac 42-34 | Abdominal Scissors, straight, blunt and blunt points...........-----+.-- nee 6.50 * Shear 32273 |° Stille Plaster Shear, mickel. plated ses: soc 5 criss svssse wors-4 secs a acorn ase 4 aac 12% 32 50 
Sciad | 42-35 | Abdominal Scissors, curved, blunt and blunt points........-....----+-- et 7.00 * Blada| 32-74 | Extra Blade for 12” Plaster Shear, nickel plated..................2... 4.50 
Sciae 42-38 | Abdominal Scissors, straight, blunt and blunt points, extra heavy....... 814” 8.50 * Shers 32-75" | Stille Plaster Shear, nickel plated. ....: 2 .0..2.:0 0s scoG eee sade base es 15! 36 ‘00 
Sciaf 42-39 | Abdominal Scissors, curved, blunt and blunt ‘points, extra heavy......... 81g” 9.00 * Bladb 32-76 | Extra Blade for 15” Plaster Shear, nickel plated...................... 4 ‘50 
U 
———— eee SS 
———————— SCANLAN-MORRIS COMPANY, STILLE DIVISION, MADISON, WIS. | —_—__— £ THE STAR DENOTES STAINLESS STEEL ® 


4 | 5 


TAINLESS STEE 


8 e———————— ———————— 


STILLE 4} surcicat_ INSTRUMENTS = 


St1LLE Haemostats are famous for their smooth action and long trouble-free service. 


STILLE HAEMOSTATS 


Code Cat. No. Name of Article Size Price 

Forca 23-06 | Mosquito Forceps, straight, box lock ...................0 000000 e eee 5” $5.75 * 
Foreb 23-07 | Mosquito Forceps, curved, box lock... 2.0.0.2... 060000000 c cece eee a" 6.25 * 
Force 23-10 | Kelly Forceps, straight, box lock, $4 length serrations.................. 514” 5:.50'* 
Forced 23-11 | Kelly Forceps, curved, box lock, 34 length serrations................... 514” 6.00 * 

Kelly Forceps are also called Hopkins Forceps 

Force 23-12 Rankin Forceps, straight, box lock, 34 length serrations............ ae 64” 6.25 © 
Foref 23-13 | Rankin Forceps, curved, box lock, 34 length serrations................. 614” 6.75 * 
Foreg 23-14 Crile Forceps, straight, box lock, full length serrations................. 54” By Mas 
Forch 23-15 Crile Forceps, curved, box lock, full length serrations.................. 5%” 6.00 * 
Forci 23-16 Crile Forceps, 1x2 teeth, straight, box lock, full length serrations........ 514” 6.25 * 
Forcj 23-18 Crile Forceps, straight, box lock, full length serrations 6" 6.25 * 
Forck 23-19 Crile Forceps, curved, box lock, full length serrations................... 614” Gute 
Forel 23-24 Kocher Clamps, 1x2 teeth, straight, box lock, short jaws............... 5” 5.50 * 
Forem 23-26 | Kocher Clamps, 1x2 teeth, straight, box lock, long jaws............... 16!” 6.00 * 
Foren 23-40 Mayo Rochester Pean Forceps, straight, box lock...............-.-..-. 614” 6.25 * 
Forco 23-41 | Mayo Rochester Pean Forceps, curved, box lock.................+.. +5 64” 6.50 * 
Forcp 23-42 | Mayo Rochester Pean Forceps, straight, box lock. . TA" 6,75 © 
Foreq 23-43 | Mayo Rochester Pean Forceps, curved, box lock...................-... Wy" 7,00 * 
Forcr 23-50 Mayo Rochester Ochsner Forceps, straight, box lock..............-.-. 64%” 6.50 * 
Fores 23-51 | Mayo Rochester Ochsner Forceps, curved, box lock................... 614” 7.00 * 
Foret 23-52 Mayo Rochester Ochsner Forceps, straight, box lock.................. De |} 1225* 
Forcu 23-53 Mayo Rochester Ochsner Forceps, curved, box lock..............-...- TM" |} T50* 
Forcv 23-57 | Mayo Carmalt Forceps, curved, box lock, longitudinal serrations. ...... . 614” 6.50 * 


: , STILLE DIVISION, MADISON, WIS. 
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SURGICAL INSTRUMENTS 


STILLE HAEMOSTATS (Continued) 


Code | Cat. No Name of Article Size Price 
Forla 43-11 | Stille Deep Ligature Forceps, half circle curved. ..................24.. 814” $ 9.00 * 
Excellent for catching and ligating deep lying bleeders 
Forlb 43-15 | Mikulicz Forceps, curved, box lock. ........ 0.060. s0eceeseeenseeeeees 8” 8.25 * 
Forle 63-10 Olivecrona’s Scalp Haemostat, straight, box lock, pointed.............. 534” 6.50 * 
Forld 63-13. | Dandy’s Scalp Haemostat, side curved, box lock...................-.4. 514” 8.00 * 
(see illustrations on page 22) 

Forle 63-15 DeMartel’s Scalp Haemostat, T-shaped, box lock. ..................... 538” 8.50 * 
Forlf 83-75 Schnidt’s Tonsil Haemostat, curved, box lock (see illustration on page 27). 8” 8.50 * 
Forpa 93-10 | Pean Hysterectomy Forceps, straight, short jaws, box lock.............. 8” 7.25 * 
Forpb 93-11 Pean Hysterectomy Forceps, curved, short jaws, box lock................ 8” hea 
Forpe 93-12 Pean Hysterectomy Forceps, straight, long jaws, box lock.............. 914” fais = 
Forpd| 93-13 | Pean Hysterectomy Forceps, curved, long jaws, box lock................ 914" 8.50 * 
Forpe 93-25 | Faure Forceps for Uterine Artery, short curved jaws, box lock, 1x2 teeth 818" 9.50 * 


SCANLAN-MORRIS COMPANY, STILLE DIVISION, MADISON, WIS. 
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STILLE RETRACTORS 


SURGICAL INSTRUMENTS 


Sritte Rerracrors all have handles which have been designed for the least tiresome position of 
the hand. Those with Ring Handle have the ring so turned that the index finger is in the natural hori- 
zontal position—not turned vertically. This facilitates steady retraction during prolonged operations. 


Code | Cat. No. Name of Article Size Price 
Retaa 26-10 | Volkmann’s Retractor, ring handle, 1 sharp prong..................0+5 814” $5.50 * 
Retab 26-11 | Volkmann’s Retractor, ring handle, 1 blunt prong...................-. 814" 5.50* 
Retac 26-12 Volkmann’s Retractor, ring handle, 2 sharp prongs.................... 814” 6.25 * 
Retad | 26-13 | Volkmann’s Retractor, ring handle, 2 blunt prongs................+.-. 814” 6.25 * 
Retae 26-14 | Volkmann’s Retractor, ring handle, 3 sharp prongs.................--. 814” 6.75 * 
Retaf 26-15 Volkmann’s Retractor, ring handle, 3 blunt prongs.................... 814” 6.75.* 
Retag 26-16 | Volkmann’s Retractor, ring handle, 4 sharp prongs..................-. 814” 7.50 * 
Retah 26-17 | Volkmann’s Retractor, ring handle, 4 blunt prongs..................-. Bly” 150i 
Retai 46-30 Langenbeck’s Retractor, ring handle, 7 mm. x 35 mm.................. ie 6.00 * 
Retaj 46-31 Langenbeck’s Retractor, ring handle, 10 mm. x 35 mm................. 8” 6.00 * 
Retak 46-33 Langenbeck’s Retractor, ring handle, 15 mm. x 35 mm...............-- gt 6.25 * 
Retal 46-35 Langenbeck’s Retractor, ring handle, 20 mm. x 60 mm................. pu 6.50 * 
Retam 46-39 Nystrom’s Retractor, angled, for rib resection, ring handle, serrated 

Blade, [5mm Wadey s seu so eae vas tates na s ee ioe a vere theme eo 834" 7.25 * 
Retan 46-46 | Billroth’s Retractor, ring handle, 4 blunt prongs.....................+5 834” 9.50 * 
Retao 46-50 | Kocher Retractor, ring handle, 10 mm. wide......................0.55 834” 6.25 * 
Retap 46-51 Kocher Retractor, ring handle, 15 mm. wide.................0.0500005 834” 6.25 * 
Retaq 46-52 Kocher Retractor, ring handle, 20 mm. wide.................0.0000005 834" 6.25 * 
Retar 46-54 | Kocher Retractor, ring handle, 30 mm. wide....................0.0055 834” 6.25 * 
Retas 46-75 | Semb’s Thoracoplastic Retractor, 18 mm. (44’’) wide, hollow handle... . . 914" 17.00 * 
Retat 46-16 | Semb’s Thoracoplastic Retractor, 24 mm. (38’’) wide, hollow handle.... . 10” 18 .00 * 
Retau 46-88 | Stille Liver Retractor, angled, 114x214”, hollow handle............... 10” 11.25.* 
Retav 76-50 Killian’s Nasal Speculum for Children, blades 1”....................-. 6" 8.50 * 
Retaw 76-52 | Killian’s Nasal Speculum for Adults, blades 134”.................0.555 614” 9.00 * 
Retax 76-54 | Killian’s Septum Speculum, blades 2” long... .............0-0.0.00055 614” 10.00 * 
Retay 76-55 Killian’s Septum Speculum, blades 234” long. ... 0.6... 0.60 o ee ee eee 654” 10.50 * 

No. 76-55 is also an excellent virgin vaginal speculum 
Retea 86-50 Tracheal Retractor, solid handle, 1 sharp prong....................555 Wg" 4.00 * 
Reteb 86-51 | Tracheal Retractor, solid handle, 1 blunt prong.................¢..... Thy" 4.00 * 
Retec 86-54 Tracheal Retractor, solid handle, 2 sharp prongs....................-5 TG" 4.50 * 
Reted 86-55 | Tracheal Retractor, solid handle, 2 blunt prongs.....................-- TQ" 4.50 * 
Retee 86-60 | Max Stille’s Tongue Depressor, hooked handle........................ TH4” 6.75 * 
Retef 96-11 | Doyen’s Vaginal Retractor, ring handle, blade 143'x314"............... 8” 12.00 * 
Reteg 96-12 | Doyen’s Vaginal Retractor, ring handle, blade 134/’x436”............... 814” 12.50 * 
Reteh 96-14 | Doyen’s Vaginal Retractor, ring handle, blade 234’x434"............... 814” 13 .00 * 
Retei 96-28 Fritsch’s Abdominal Retractor, ring handle, 154” wide................. 10” 10.50 * 
SS aaa 
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STILLE THUMB AND TISSUE FORCEPS 


Sritte Thumb and Tissue Forceps are exactingly fitted and are tempered to the highest degree of 
elasticity. They keep this elasticity through many years of service. 


SURGICAL INSTRUMENTS 


Code | Cat. No. Name of Article Size Price 
Forta 24-00 Thumb Dressing Forceps, serrated, flat points.................-..+.055 43/" $ 2.50* 
‘ Fortb 24-01 | Thumb Dressing Forceps, serrated, flat points....................00055 5" 2.75 * 
Forte 24-02 | Thumb Dressing Forceps, serrated, flat points...............-.-....055 6” 3.00 * 
Fortd 23-03 Thumb Dressing Forceps, serrated, flat points....................00055 634” 3.50 * 
| Forte 24-04 Thumb Dressing Forceps, serrated, flat points......................555 8” 4.25 * 
| These forceps provide an excellent flat surface for blunt dissection ‘ 
Fortf 24-11 | Thumb Dressing Forceps, serrated, rounded points.................+55 5" 2.75 * } 
Fortg 24-12 Thumb Dressing Forceps, serrated, rounded points.................-+- 6” 3.00 * } 
Forth 24-15 | Thumb Dressing Forceps, serrated, rounded points...................5 10” 6.25 * i 
Forti 24-16 Thumb Dressing Forceps, serrated, rounded points..................-. Meee 7.50 * i} 
Forty 24-20 | Tiss Forceps, 1x2 tetthis. oi iss 2 ome wee ors nae ape o sere n rae Sierals Hee 8 434” 3.00 * i 
Fortk DAO) | Tinsie: Foncepe:, 1x2! teeta: ons acd acne 50g me 4 ard Bons do ae Bee Da Ps 518” 3.25 * 
Fortl BE22 | ‘Tissue! Forceps; URe teGthts «ose. scaie 5 nee wresw ang nae eae gine sia UA TRO 24 6” 3:50 * I 
Fortm 24-23 issue; Forceps), Lxtteetltts y's see ote ve a mars a mare Sanh ums 4 aba meni at 94 634” 4.00 * I 
Fortn BARDd. || Disste Horcapes1ke tect ilses.sisa wave 3 ania aces « snece 2. ana diiyyi a mnavelal oa treat Seae oo 8” 4.75 * Hi 
Forto 24-31 Disene: Porseps, 2x3) tecthiec sss iwi y cas cates come a ani we ¥ eine 8 esa Kae WED 54” 3.50 * i 
Fortp 24-32 Tinege Partepe: 2x3 teeth, : cvo0 ocnn 220s oni w ems cany wie Cans Had tome oo 6!" 3.75 * } 
Fortq. | « 24-33 | Tisste Forceps: 223' teeth... «ass ease cas x nas oie volts ax soos wane gen Bt 634” 4.00 * ' 
Fortr 24-34. | Tissue: Forceps; 2x5) t66this.. .ie vue a nais sven v0 Suis doe Foes DHEN RR HAE OY gr 415 * | 
Forts 2441 MissuerMoncepa;iSxk feetliis cra:n aus o axa 'e! seeie Wit a one's dlaer ems 2 aes mage d 5%" 31.75 * 
Fortt Oe4D | “Tinsue Roccapa, Sak teetlice cic ccm x sini x wala same » weet enh 0 wins sine m neg nie SA 6” 4.00 * ii 
24-42 Fortu 24-43 Tissue Forceps, SxA4/teethis <2 ssc es co cnaces wanes ex man wnane neous, OBZ 4.25 * | 
24-22 24-32 Fortw D444. | Tissue Forceps 8x teettes gus: 2 acu aussi vies saris some o xee Gan gems wens & BY 5.00 * 1 
Fortw BASE || Vise Portege, 406 GeO: co: s uae acs x 005 9 998 2 ere exe ¢ oer Hs sap DERG 2 £” 6.00 * | 
Fortx 24-61 Tissue Forceps, 4x5 Allis teeth, flat square ends.................4...4. 518” 5 .00 * 
Fourt 24-62 Tissue Forceps, 4x5 Allis teeth, flat square ends.................+-+05. 6 5.50 * 
Fortz 24-64 Tissue Forceps, 4x5 Allis teeth, flat square ends...................0055 gi AT Bd 
Forsa 24-71 | London Dressing Forceps, strong type.........-... 000.0000 eee eee eee 5" 4.25 * 
Forsb 24-72 | London Dressing Forceps, strong type.......... 06.0.0 e eevee eee eeee a” 4.50 * 
Forse 24-74 | London Tissue Forceps, 1x2 teeth, strong type...............0. eee ee 534!" 4 it * 
Forsb 24-75 | London Tissue Forceps, 1x2 teeth, strong type... . 6" 5.00 * Ni 
Forse 24-77 London Tissue Forceps, 2x3 teeth, strong type...............0...00 005 514” 4.75 * | 
Forsf 24-78 | London Tissue Forceps, 2x3 teeth, strong type.........-.....00ee eens 6” 5 .00 * 
Forsg 24-84 Stille Slender Tissue Forceps, 1x2 small teeth, narrow points, cross | 
BOLTAEM scares quis Bases war saree mew aTens [ogee afarurs © DRE Tava-e te Siatee mans STE 8” 7.50* i) 
Forsh 14-21 Carrel Vessel Forceps, 1x2 fine sharp teeth. .. 0... 6..0.5 2000 cere nneeaes 434" 6.00 * I), 
Forsi 34-06 | Stone’s Approximation Forceps, 4x4 sharp teeth.................0.0005 54” 5.00 * | 
‘ Forsj 34-11 Child’s Approximation Forceps, 4x5 sharp teeth, without clip holder, i 
I. stds ats e.g cx phe © snags ash cai nial, lees oes hee TORN axes. pHe eS 7.25 * l 
Forsk 34-20 | Key’s Thread Forceps, straight (see illustration on page 12)... . 6” 4.25 * q 
14-21 + Forsl 34-21 | Key’s Thread Forceps, wide grip (see illustration on page 12)............ 534” 4.50 * i 
Actual Size | Forsn 74-00 | Cilia Porcepe, square eiday « o. . cog gcavess oxy 2 eu ees 2260 2 a eee a KeKs 3144” 2.75 * | 
Forso 74-01 (Cilia Horcensy ancledendal: 22 soca «yay cas oa as wie Bee eS eA 34” | 3.00* | 
SCANLAN-MORRIS COMPANY, STILLE DIVISION, MADISON, WIS. * TAR DENOTES STAINLESS STEEL™ 
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THUMB AND TISSUE FORCEPS (Continued) 
Code | Cat. No. Name of Article Size 
Forsp 74-14 | Von Graefe’s Fixation Forceps, self-holding, jcross action............... 4” 
Forsq W420) || Tris: Monceps, plains. 2 sss. Sires aoe cant tent 34g a hoy Mee mag AAR oe a eee 4” 
Forsr 74-21 | Iris Forceps, 1x2 teeth (see illustration on page 27).................... 4!’ 
J Forst 74-30 | Wilde’s Har Forceps, light... 00 305.0 cx « enn g yee ois erie wes wna Hae wee 5” 
\ ' Forsu 74-31 | Wilde’s Ear Forceps, regular........ 2... 006 0e0 cece cence aes eeeeeeeees 5%" 
Forsw| 94-20 | Uterine Tissue Forceps, straight, 3x4 teeth........................04. 8” 
Forsx 94-21 Uterine Tissue Forceps, curved, 3x4 teeth. ............ 00.00. cee eee 8” 
Code Cat. No. Name of Article Size 
Sutua 33-02 -| Mayo Needle Holder, box lock... 0.4... .5 cee cee cen eee eee eae ones 6” 
Sutub 33-04 Mayo Needle Holder, box lock, narrow jaws..................0.0.0005 yi 
Sutud| 33-06 | Mayo Needle Holder, box lock..............00 0.0 cece cece eee eens 8” 
q Sutue 33-09 | Massachusetts General Hospital Needle Holder, box lock, broad jaws....| 7” 
74-20 Sutuf 34-06 Stone’s Approximation Forceps, 4x4 sharp teeth....................... 54” 
Aceaal Sine Sutug 34-11 | Child’s Approximation Forceps, 4x5 sharp teeth, angled................ sid 
Sutuh 34-20: | [Rey's Thread Forceps; straight. 0.03 5 ceie stig 08 6 Hes basen sy 2 ee a ne Sees 6” 
Sutui 34-21 | Key’s Thread Forceps, wide grip........ 6.00.2... cc cece eee ence eens 534" 
Sutuk 33-68 | Stille’s Knot Tyer, no serrations. ..... 1... 06 0ene ees n seen enc ees ener nws oF 
Sutul 34-40 | Michel’s Clip Applying Forceps. ............0. 0000 c cece cece ene eee 5M 
Sutum| 33-49 | J&S Clip Removing Forceps, ring handle.........................0... 534” 
Sutun| 34-52 | Wachenfeldt’s Clip Applying and Removing Forceps, straight, cross 
OI ici vee AG BNRS ORG FA ha BORE OLE BRA BS ee ER eae cae ee 434" 


KNIVES, SCALPELS, TROCARS, ETC. 


Code | Cat. No. Name of Article Size 

Scala 21-01 Scalpel, mekel plated, 1 Nadew. i: < ova 4 yaa concave wood cen den 8 28 Be 514” 
Scalb 21-02 Scalpél, mickél plated s 134" Blade, nny wnsss coy. vere 9 esti acta SP taase © ty 4 eB tmow 534” 

Scale 21-03 Scalpel, nickel plated, 146" blade. 4 0.6 cae eccse cace ete ee sceln once arene 6” 

Scald 21-05 Knife Guard for 21-01 to 21-03, Scalpels, nickel plated................ 6" 

Scalf 21-40 Rehn’s Skin Grafting Knife, straight, nickel plated.................... is 
? Scalg 41-21 | Empyema Trocar, small, partly stainless............-.....0..0 00.0005 514” 
Scalh 41-23 | Empyema Trocar, medium, partly stainless......................0.055 514” 
4 Scali 61-07 | Curved Knife for neuro-surgery, nickel plated......................... Ty" 
: 33-06 . Scalj 71-21 | Antrum Trocar, small, partly stainless........................020.00 514” 
33-04 33-09 Scalk 71-23 | Antrum Trocar, large, partly stainless.................6 0.000 e cece eens 54%” 

SCANLAN-MORRIS COMPANY, STILLE DIVISION, MADISON, WIS. =———————SSSSSSSS[sHhHe sak DENIES STAINLESS SL TTT 
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STILLE INSTRUMENTS FOR GENERAL SURGERY 


Code | Cat. No. Name of Article Size 
Genea 23-98 | Splinter Rorcsps, box lock. :2¢ 2a zyeu cevg eau e new eos 5 de 4 Rom Dew F Sew 2d 514” 
Geneb 25-31 | Backhaus’ Towel Clamps, screw lock.......... 25.6.6 06 002020 eeeeeeee 34" 
Genec 25-33 Backhaus’ Towel Clamps, box lock... ..... 1... ..-+02ceceeecee cea nnees 4” 
Gened 25-35 | Backhaus’ Towel Clamps, box lock. ............ 000 sees e cece eee eee 54” 
' Genee 25-37 | Backhaus’ Towel Clamps, box lock, with stops.....................55. 54” 
Geneg BTag | Stiles Nal Glomnet cs sc caso cas cere was ots swe Vee bes 6 te ee © a 41g" 
Geneh BT-45 | Keupp’s Nail Cleaners cs sas cas asa gas © us 4 ae 4 a8 die © vk ee eH BO 414” 
| Genei 43-07 Semb’s Adherence Forceps, curved, box lock............-.........-- 854” 
Gene 43-21 | Stille Gall Bladder Forceps, right angle curved........................ Wy" 
Genek 43-23 Stille Cystic Duct Forceps, S-curved......... 0.60 0c cece eee nee e er neees 614” 
Genel 43-37 | Stille Kidney Forceps, strongly built... ........ 0.060: 00ee cece sees} 10" 
Can also be used in pairs instead of Wertheim’s forceps in hysterectomy 
Genem| 43-40 | Payr Pylorus Clamp, small. .... Tere rer tt ee er 74" 
Genen 43-41 Pave Stomach Chimp, meabi.. 2 nc. sas iad cags cas hd 18g Has Vee es Tye 
Geneo 43-42 °| Paye Stomach. Glamapy, largeioscs noc 0 cei sen o canie ered amen ie pons 8 noe nan 124%” 
25-3199 Genep 43-50 | Kocher Intestinal Forceps, straight, longitudinal serrations............. id 
aia Geneq 43-51 Kocher Intestinal Forceps, curved, longitudinal serrations.............. g” 
Genes 43-52 | Kocher Intestinal Forceps, straight, longitudinal serrations............. 10” 
Genet 43-53 Kocher Intestinal Forceps, curved, longitudinal serrations.............. 10” 
Geneu 43-54 | Kocher Intestinal Forceps, straight, longitudinal serrations............. 11” 
Genev 43-55 Kocher Intestinal Forceps, curved, longitudinal serrations.............. el 
Genew| 43-57 | Bayonet Intestinal Forceps for colon, duodenum, etc., longitudinal ser- 
| PAROS ahs eacey Vets creas marae Tapes nase sent ween. enige:nes atime Sam ih anaes aon gr 
Genex 43-60 | Stille’s Appendix Shield Forceps for protecting intestines while cauteriz- i 
| Oe RDOBNOW ss «peg x cos ORG 8 Ore Be FHM EHS E HOR 8 ORS HRW EES eS Fee BRS 64” 10.00 * 
i 
§ | 
: STILLE INTESTINAL TISSUE FORCEP 
Code | Cat. No. Name of Article Size Price Ml 
Geney 45-06 Allis: Tissue Forceps, box lock, 5 x 6 teeth. 05. 00... 006 006s cen cee ewes oe 6" $6.75 * | 
Genez 45-18 | Duval Intestinal Tissue Forceps. 14’ wide jaws, box lock, extremely 
| panGt,, Sorell blah WAM. con anes aac ea vay 2 Rey Kaw e CHE Mae BHR ee ag” 9.75 * 
STILLE FOERSTER SPONGE FORCEPS | 
Code | Cat. No. Name of Article Size Price 
4 
Foera 93-82 Foerster’s Sponge Forceps, smooth loops, straight, box lock............. 914” $8 50 * i 
Foerb 93-83 Foerster’s Sponge Forceps, smooth loops, curved, box lock.............. 94” $15: * I 
45-06 ! Foerc 93-84 | Foerster’s Sponge Forceps, serrated loops, straight, box lock............ 914" 8.75 * | 
Foerd 93-85 | Foerster’s Sponge Forceps, serrated loops, curved, box lock............. 914” 9.25 * 
43-07 
SCANLAN-MORRIS COMPANY, STILLE DIVISION, MADISON, Wis, =————_$q_T]T— aaa FTHE STAR DENOTES STAINLESS STEEL * 
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STILLE BONE FORCEPS 


Throughout the ninety-seven years of the existence of the Stille organization, the basic policy and 
aim of its founder—to produce instruments of the finest quality only—has been inviolably maintained. 
The outstanding reputation for fine quality and excellent performance which Stille Instruments enjoy 
is the result of careful selection of materials and skilled handicraft handed down through generations. 


Stille Bone Instruments are exceptionally strong and durable. They are designed to fit the surgeon’s 


hand comfortably and to cut the bone evenly, smoothly, and with the least possible effort. I 
Code | Cat. No. Name of Article Size Price 
Bonea 42-61 Giertz-Schoemaker Rib Shear, angled.............. 934" $40.00* 
Boneb 42-65 | Semb’s D. A. Rib Cutter, side curved, straight jaws 94” 50.00* 
Bonec 52-10 | Double Action Bone Cutting Forceps, straight 9” 45.00* 
Boned| 52-11 | Double Action Bone Cutting Forceps, curved......................... g" 46.00* 
Bonee 52-12 | Double Action Bone Cutting Forceps, straight........................ 1014” 47.00* 
Bonef 52-13 | Double Action Bone Cutting Forceps, curved......................... 1014” 48 .00 * \ 
Boneg 52-15 Horsley’s D. A. Bone Cutting Forceps, double curved.................. 10” 50.00 * | 
Bonei 52-21 | Double Action Rongeur, curved, jaws 34’’ wide....................... 816" 47.00% 
Bonej 52-23 | Double Action Rongeur, angled, jaws 14” wide....................... 834” 43.00* 
No. 52-23 is also called “Duck Bill” or “Parrot Beak” i 
Bonek 52-27 | Semb-Sauerbruch D. A. Rongeur, slightly curved, jaws 54” wide........ 9” 50.00* 
Bonel 52-35 | Velpeau’s Angled Bone Cutting Forceps, box lock..................... gr 18.00* jj 
Bonem| 52-40 Cushing Rongeur, straight, box lock, one jaw flattened................. ve 20.00 * 
Bonen 52-41 | Cushing Rongeur, curved, box lock, one jaw flattened.................. es 20.00 * ly 
Boneo| 62-02 | Hudson’s Cranial Rongeur.................000cccceececceeueeeeueeas 914" 34.00* 
Bonep| 62-47 | Olivecrona’s Rongeur, long narrow jaws, curved, box lock.............. TM" 24.00* | | 
(see illustration on page 26) Ny 
Boneq 43-65 Semb’s Rib Holding Forceps, alligator teeth.......................... 734" 18 .50 * H 
Boner 53-02 Sequestrum Forceps, serrated jaws..............00 00000 cc ccc eveveeee 8” 12.50 * I 
Bones 53-06 Phalange Forceps, box lock, for holding small bones................... 74" 12.00 * { 
Bonet 53-08 | Ferguson’s Lion Jaw Forceps, box lock.................0.000.0c. 000s 834" 15 .00 * | 
Bonex| 53-14 | Rissler’s Bone Holding Forceps, straight....................0..0.00... 11” 25.00* 
Boney 53-17 Rissler’s Bone Holding Forceps, off-set... ....0.0.0.0000 000 c cece e ee yy" 26 .00 * | 


No. 53-14 and 53-17 are delivered with two locking clips f 


JOWANSSON-KIRSCHNER WIRE EXTENSION SET 


Code | Cat. No. Name of Article Size Price 
Bonun| 58-84 | Telescoping Hand-Operated Drill, nickel plated....................... 1414” $ 33 .00 
Bonuo| 58-86 | Adjustable Wire Tractor, nickel plated..................0.00.00.000. 1014” 18.00 
Bonup 58-87 Stainless Steel Wire Drill, fine... .....00.000 000 0c cece ccc ccc eee 934” .30 * 
Bonug 58-88 Stainless Steel Wire Drill, medium...............................2... 934” .30 * \ 
Bonur| 58-89 | Stainless Steel Wire Drill, heavy..........0.0.0.00.0cccevecevevevee es 934” 30% | 
Bonus 58-94 Wire Cutter for cutting drills, tool steel, nickel plated.................. 9%" 5.50 ] 


The wire cutter is not made by Stille but is an Eskilstuna tool 
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STILLE OSTEOTOMES, CHISELS, GOUGES, 
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ETC. 


Code | Cat. No. 


Name of Article 


Bonaa 57-01 
Bonab 57-02 
Bonac 57-03 
Bonad| 57-04 
Bonae 57-05 
Bonaf 57-06 
Bonag 57-07 
Bonah| 57-08 
Bonai 57-09 
Bonak| 57-11 
Bonal 57-12 
Bonam| = 57-13 
Bonan| 57-14 
Bonao 57-15 
Bonap| 57-16 
Bonaq| 57-17 
Bonar 57-18 
Bonas 57-19 
Bonoa 57-21 
Bonob 57-22 
Bonoc 57-23 
Bonod| 57-24 
Bonoe 57-25 
Bonof 57-26 
Bonog 57-27 


Bonok| = 57-35 
Bonol 57-36 
Bonom| 57-37 
Bonaj| 57-39 
Bonon| = 57-45 
Bonoo 57-48 
Bonop 47-01 
Bonor 47-03 
Bonos 47-21 
Bonot 47-22 
Bonou| 47-23 
Bonov 47-24 
Bonow\, 47-25 
Bonox 47-26 
Bonoy| 47-27 
Bonoz 47-28 


Osieatome;!S anny Wade ici «sae + sae see acta t BEE Has SE ES Ee Gb F Gea 


Osteotome, 10 mm. wide... . 


RIGTOGUONI, AO, BN WINE odes tora 9 ons uaa Bane 5 rong ores 8 Saw diame wns H yok 
Osteatonie: 15 Minis WidGs 2 soos. esais cess mindy HOM snes Bae aE O'S RRL stare 


Osteotome, 34” wide........ 
Osteotome, 44" wide........ 


Ostentomes; 22 WAORS nee ane esrodwisd Sua? S Sse ER TOES Saek sO TG 


Osteotome, 1” wide......... 
Osteotome, 114” wide....... 
Bone Chisel, 8 mm. wide... . 
Bone Chisel, 10 mm. wide. . . 


‘Bone (Ghitael: 12 mins Hide. «cas 4 nas ean 2 cae eos Cpe ¢ OF d RONG 2 ER 
Bone Chisel: V5: mam. widei, » isis s sec sac snes ive Pasa Smee eR TER 6 mG aS 


Bone Chisel, 34’’ wide....... 


BiGia6 BENS a Wate cows 3. siens res % vere, neces ae 6 Bibyid Wola: BPes newllse ee lexand & 


Bone Chisel, 34” wide....... 
Bone Chisel, 1” wide........ 
Bone Chisel, 114” wide..... . 
Bone Gouge, 8 mm. wide... . 
Bone Gouge, 10 mm. wide 
Bone Gouge, 12 mm. wide 
Bone Gouge, 15 mm. wide 
Bone Gouge, 38” wide....... 
Bone Gouge, 4” wide....... 
Bone Gouge, 34" wide... ... 
Bone Gouge, 1” wide....... 
Bone Gouge, 114” wide..... 


Lexer Osteotome, fibre handle, 14 wide, nickel plated................. 


Lexer Osteotome, fibre handle. 

Lexer Osteotome, fibre handle 
Lexer Osteotomes are mad 

Osteotome, 114” wide....... 


. 34" wide, nickel plated. ................ 
, 1” wide, nickel plated.................. 
le with very thin edges—Swedish carbon steel 


Lane's Vela ped Cones a a. «sreis mats 5 voce.» esnie: ents gibieie ise eet w HEM: Sate aKa aL The 
Payr’s Gouge, rounded edge, 114” wide. ........ 6.06: eee ee ence ene e ees 


Doyen’s Rib Raspatory, right 


Doyen’s Rib: Raspatory, lefts nce asng pase Po 2 2 x Gare a ee toes ewe aw 
Semb’s Thoracoplastic Raspatory No. 1.... 1.2.2... 6.0. ce eee eee 
Semb’s Thoracoplastic Raspatory No. 2... .........- - eee e eee teens 
Semb’s Thoracoplastic Raspatory No. 3.........-.-.+0:seee eee eee nee 
Semb’s Thoracoplastic Raspatory No. 4.......6. 6.0602 e cece eee ee eee 
Semb’s Thoracoplastic Raspatory No. 5........ 6.66.00 eee e eee e eee 
Semb’s Thoracoplastic Raspatory No. 6... 0... 2.224228: 60s0sesesua see 
Semb’s Thoracoplastic Raspatory No. 7......... 06.0.0 e eee eee eee ee 


Semb’s Rib Breaker No. 8... 


Ask for separate pamphlet of Semb’s Thoracoplastic Instruments 


Length Price 

64" =| $ 5.50* 
614" 5.50 * 
614" 5.50 * 

614!" 5.50 * 

84!" 5.50 * 

84" 5.50 * 

84" 5.50 * 
814” 5.50 * 

814!’ 5.50 * 
614)" 5.50 * 
644" 5.50 * 
614" 5.50 * 
644" 5.50 * 
814" 5.50 * 
814" 5.50 * 
814" 5.50* | 
814’ 5.50* 
814" 5.50* | 
614” 6.00 * 
614" 6.00* 
614" 6.00* 
644" 6.00* 
84" 6.25* 
814!’ 6.25* | 
84" 6.25% 
814" 6.25* | 
814" 6.25 * 

8" 6.50 

8 6.50 i 
8” 6.50 

814” 8.00* | 

12.50* | 

814” 6.75 * 
736 6.25* | 
TY" 6.25* | 
TY)" 10.00* 
914” 10.00 * 
TY" 10.00 * 
914” 10.00 * 
834"” 10.00 * 
814" 10.00* 
10” 12.50* | 
af 10.00* || 
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STILLE RASPATORIES, CURETTES, ETC. 


The comfortable feel of Stille Instruments in the hands of the surgeon, their light weight and strength. 
their perfect balance and precision, make for easier, steadier and safer operative work. Each Stille 
instrument is of an approved design as determined by the specific purpose for which that instrument 
is intended. Construction is painstakingly accurate in every detail, involving much hand work, and 
insuring highly satisfactory service. 


Code | Cat. No. Name of Article Size Price 
Bonia 57-60 | Stille’s Straight Raspatory, rounded edge.......................000004 ad $ 3.75 * 
Bonib 57-61 | Stille’s Palate Raspatory, rounded edge, bent upwards................. 614” 4.00 * 
Bonid 57-73 | Stille’s Periosteal Elevator, slightly curved, pointed.................... 614” 245 * 
Bonie 57-79 | Rissler’s Bone Elevator and Wire Guide...............0.... 0000200200 84” 500% 
Bonif 57-98 | Stille’s Bone Rasp and File......................-.000500-5 : 5a 814” 625* 
Bonig 67-62 | Olivecrona’s Raspatory, straight, 8 mm. wide Ty" 9.25 * 
Bonih 67-63 Olivecrona’s Raspatory, curved, 11 mm. wide 54" 9.75.* 
Bonii 67-75 | Olivecrona’s Elevator, slightly curved (see illustrations on page 24)....... a 8.50 * 
Bonij 67-81 Olivecrona’s Double Ended Brain Dissector, light...................... ind 7.50 * 
Bonik 67-83 | Olivecrona’s Double Ended Brain Dissector, heavy.................... T34" P00 * 
Bonil 67-85 Olivecrona’s Double Ended Brain Dissector, light..................... 934” 7.50 * 
Bonim 67-87 Olivecrona’s Double Ended Brain Dissector, heavy....................5 934” 7.50 * 
(see illustrations on page 24) 

Bonin| 77-52 | Stille’s Septum Raspatory..... 2.0.00 0 0.66 sald 3.75 * 
Bonio 77-55. | Stille*s/Septum Blewatort sc. oc «oss » ws cave wie ons ants a ws 2 wan oee ele @ Te Bere * 
Bonip| 87-75 | Stolte’s Double Ended Raspatory, rounded edges..................0055 8” 4.25 * 
Boniq 58-03 Bone Curette, round, 3 mm. diameter, hollow handle.................. 654” 6.00 * 
Bonir 58-05 Bone Curette, round, 5 mm. diameter, hollow handle.................. 633” 6.00 * 
Bonis 58-06 Bone Curette, round, 6 mm. diameter, hollow handle... ............... 618” 6.00 * 
Bonit 58-07 Bone Curette, round, 7 mm. diameter, hollow handle. ................. 125” 6.00 * 
Boniu 58-08 Bone Curette, round, 8 mm. diameter, hollow handle.................. 1K" 6.00 * 
Boniv 58-09 | Bone Curette, round, 9 mm. diameter, hollow handle................... Ty" 6.00 * 
Boniw 58-10 Bone Curette, round, 10 mm. diameter, hollow handle................. 135” 6.00 * 
Bonix 58-11 | Bone Curette, round, 11 mm. diameter, hollow handle................. Tye” 6.00 * 
Boniy 58-12 Bone Curette, round, 12 mm. diameter, hollow handle................. 13," 6.00 * 
Boniz 58-14 Bone Curette, round, 14 mm. diameter, hollow handle.................. TK" 6.00 * 
Bonua) 58-32 Bone Curette, oval, 2 mm. wide, hollow handle........................ 63,” 6.50 * 
Bonub 58-33 Bone Curette, oval, 3 mm. wide, hollow handle........................ ! 7%" 6.50 * 
Bonuc 58-34. Bone Curette, oval, 4 mm. wide, hollow handle.....................0.. Tg" 6.50 * 
Bonud 58-35 Bone Curette, oval, 5 mm. wide, hollow handle........................ 14,” 6.50 * 
Bonue 58-38 Bone Curette, oval, 8 mm. wide, hollow handle....................... 743” 6.50 * 
Bonuf 58-43 Bone Curette, oval, 13 mm. wide, hollow handle....................... 814” 7.00 * 
Bonug| 58-51 | Bone Curette, oval, 21 mm. wide, hollow handle......................- 914” T.00* 
Bonuh' 58-70 Stille Bone Drill with five twist drills, 2,214, 3, 4, 5 mm. diameter, 

BUTE, PIAL, pean nee oe ns we ommend noose su nose OS LEAN Ds pA EST MEE BE 8” 35.00 
Bonui 58-71 Extra Twist Drill for No. 58-70, 2 mm. (4,’’) diameter, tool steel... .... 3%" 1.00 
Bonuj| 58-72 | Extra Twist Drill for No. 58-70, 214 mm. (;4’’) diameter, tool steel... .. 335" 1.00 
Bonuk| 58-73. | Extra Twist Drill for No. 58-70, 3 mm. (14’’) diameter, tool steel... .... 335” 1.00 
Bonul 58-74 | Extra Twist Drill for No. 58-70, 4 mm. (,3,’’) diameter, tool steel....... 335” 1.00 
Bonum| 58-75 | Extra Twist Drill for No. 58-70, 5 mm. (23’’) diameter, tool steel....... 334" 1.00 
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68-02 to 68-06 


qn... EEE 
69-10 
Code | Cat. No Name of Article Size Price 
Brais 68-02 Gigli Saw, 4 wires braided, carbon steel, tinned... ..............-...-.. 12! $ 1.00 
Brait 68-04 | Gigli Saw, 4 wires braided, carbon steel, tinned................-....... 16” 125. 
Braiu 68-06 | Gigli Saw, 4 wires braided, carbon steel, tinned... ...............0.0055 20” 1.50 
Stille Gigli Saws are fast cutting and extremely durable 
Braiv 69-07 | Curved Grooved Director, nickel plated...............-0.00202 2200s 754" 4.00 
Braiw| 69-10 | Gigli Saw Guide and Dura Protector, nickel plated.................... 1314” 5.00 
Made from especially selected extremely flexible carbon steel 
Braix 72-71 | Bruening’s Nasal Cutting Forceps, small, with catches................. 76" 16.25 * 
Braiy 72-73 | Bruening’s Nasal Cutting Forceps, large, with catches.................. 134" 16.75 * 
Reteb BG=51.. | ||Olsveceonatey Blane PLO S cicg sages asain avers Sains Seam sac ose oui ope Boks saga ee My" 4.00 * 
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See 9 en a 
STILLE INSTRUMENTS FOR BRAIN SURGERY (Continued) 
Code Cat. No. Name of Article Size Price 
Scali 61-07 Curved Knife, nickel plated secs gas «cas 200s a0 2 eos yess Hen gee ees 2 Oe 74" $ 6.75 
Braia 52-23 | Double Action Bone Rongeur, angular, narrow jaws, 14’’ wide......... 834" 43 .00 * 
Also called “Duck Bill’’ or “Parrot Beak” 
Braib 62-02 | Hudson’s Cranial Rongeur.............-20.6ss cesses ener eteeeeeeens 914” 34.00 * 
4 Braic 62-47 | Olivecrona’s Rongeur, long narrow jaws, curved, box lock.............. 14" 24.00 * 
(see illustration on page 26) 

Sciah 62-10 | Blunt Dura Scissors, straight (see illustration on page 5, Cat. No. 72-10)..| 4” 5.00 ™ 

* Sciai 62-11 | Blunt Dura Scissors, curved (see illustration on page 5, Cat. No. 72-11).. 4’ 5.500 

Sciaj 62-15 | Taylor’s Dura Scissors, angled, one point guarded. ...................- 54” 8.00 * 

Sciak 62-51 | Dandy’s Trigeminus Scissors, double curved. .............-....-.52005 634” 14.00 * 

Braie 62-57 | Olivecrona’s Angular Scissors, alligator blades......................055 834" 39 .00 * 

Braif 62-71. | Specimen Rongeur, angled, alligator jaws, small.....................-. Thy" 22.00 * 

Braig 62-73 | Specimen Rongeur, angled, alligator jaws, large....................0-5 gf 23 .00 * 

Forca 23-06 | Mosquito Forceps, straight, box lock (see illustration on page 6)......... 5” 5a5 * 

Forcb 23-07 Mosquito Forceps, curved, box lock............--.0.- see eee eee eee eee 5? 6.25 * 

Forle 63-10 | Olivecrona’s Scalp Haemostat, straight, pointed, box lock.............. 534” 6.50 * 

Forld 63-13 Dandy’s Scalp Haemostat, side curved, box lock....................4. 54" 8.00 * 

Forle 63-15 | De Martel’s Scalp Haemostat, T shaped, box lock..................... 534” 8.50 * 

Braih 63-53 | Bone Flap Holding Forceps and Drill Guide.............-.........4-. i 27.50 * 
. — 


Instruments should be so highly responsive to the surgeon’s needs as to constitute virtually 
a prolongation of the surgeon’s fingers. Stille instruments have the reputation of closely approach- 


ing this ideal. 


Particularly for brain surgery, it is helpful to the surgeon to use dependable, well-balanced, . 


and accurate-working instruments. Light and well-balanced instruments which fit the hand, 
do not tire that hand as much as heavier instruments, and, therefore, enable the surgeon to 
perform delicate work with accuracy and ease. Instruments which can be depended upon to 
perform their work smoothly under all conditions, relieve the surgeon of ‘strain and any feeling 
of uncertainty, which is a constant hazard in all surgery and which increases with the intricacy 
of the operation, the time required, the number of instruments used, the accuracy demanded, 


and the risk involved. 


In the hand of the surgeon, the lightness, smoothness, strength and flexibility of Stille instru- 


ments is instantly appreciated. Stille instruments inspire that feeling of safety, security, power 


and satisfaction which is of such great assistance and value in all surgical procedures. 


63-53 63-10 63-13 
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STILLE INSTRUMENTS FOR BRAIN SURGERY (Continued) 
Code Cat. No. Name of Article Size Price | 
Braii 63-60 | Stille’s Improved Silver Clip Cutter, nickel plated. .................... 6144” |$ 30.00 | 
Braij 63-62 Stille’s Improved Silver Clip Rack for 25 clips, nickel plated............ ee 12.50 
Braik 63-63 Stille’s Serrated Silver Clips, 99.9% pure silver, per 500................ 5.00 | 
Brail 63-64 | Stille’s Plain Silver Wire, 99.9% pure silver, 31 straight pieces for mak- \ 
ing abone S00 dips, 10 Fidiies s ive vee g xa 4 48 028s Sis pda eee a Ome eee 1144” 3.00 
j Braim| 63-65 | Stille’s Silver Clip Applying Forceps, slightly curved, box lock. ......... 6” 8.00 * 
Brain 63-67 | Olivecrona’s Long, Angled, Silver Clip Applying Forceps, alligator jaws..| 834’ 33 .00 * | 
1 Braip 66-03 Brain Spatula, double bend, flexible, 12 mm. wide..................... Ty" 3.25 * 
Braig 66-05 Brain Spatula, double bend, flexible, 16 mm. wide..................... Wy" 3.25 * 
Brair 66-07 Brain Spatula, double bend, flexible, 20 mm. wide..................... Wy" 3.25 * 
Bonig 67-62 | Olivecrona’s Straight Raspatory, 8 mm. wide......................244 Th" 9.25 * 
Bonih 67-63 Olivecrona’s Curved Raspatory, 11] mm. wide......................0-. TM" 9.75 * | 
Bonii 67-75 | Olivecrona’s Elevator, slightly curved 8” 8250 * | 
Bonij 67-81 Olivecrona’s Double Ended Dissector, light....................0.0.0.. ye 7.50 * | 
Bonik 67-83 | Olivecrona’s Double Ended Dissector, heavy...............00.000.00005 734" 7.50 * | 
Bonil 67-85 | Olivecrona’s Double Ended Dissector, light.......................0005 934”" 7.50 * | 
Bonim| 67-87 | Olivecrona’s Double Ended Dissector, heavy............../.......00-. 934" 7.50 * | 


STILLE instruments are made by master craftsmen whose skill has been perfected through 
nearly a hundred years of experience and passed on from father to son. These workmen take 
pride in turning out the best instruments they know how to make. Their efforts are supported 
by the constant research work of Stille engineers who continually seek better materials and 
better manufacturing technique. 

Each Stille instrument is designed for a specific purpose according to directions or models 
from some of the world’s famous surgeons. The instruments are carefully tested in actual use 
in a number of Sweden’s leading hospitals which lend their extensive facilities and experience 


to this important task. This cooperation results in the production of instruments of correct 


design. that have won universal recognition for the fine quality of workmanship embodied in 
each detail of construction as well as for the excellence of the materials selected. 


Stille instruments are proving their worth in thousands of hospitals all over the world. Surgeons 


66-03 to 66-07 


prefer them because of their faultless performance. They are always ready for use, requiring 


— EEE 


67-81 & 67-83 ‘ 
~ ments outlast other instruments many times, greatly reducing maintenance and replacement 
expense. | 


67-85 & 67-87 


but infrequent sharpening or repair. Despite heavy-duty service, Stille stainless steel instru- 
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Swepen 


STILLE EYE, EAR AND NOSE INSTRUMENTS 14.20 4-21 


Actual Size 


Code | Cat. No. Name of Article Size Price 

Bonep| 62-47 | Olivecrona’s Rongeur, long narrow jaws, eurved, box lock ....0606.. co sen 716 =|$ 24.00 * 

Scalj 71-21 Antrum Trocar, small, partly stainless... ......... 0.56. s eee e rece eens 5%" 10.00 

Scalk 71-23 | Antrum Trocar, large. partly stainless...........-... 0.0.00 e cere eee 544” 10.00 

Sciam 72-10 Iris Scissors, straight, sharp points (see illustrations on page 5)......... 4” 5.00 * 

Scian 72-11 Iris Scissors, curved, sharp points (see illustrations on page 5) 4” 5 .50* 

Nosea 72-30 Moartoid Rovigetn, St8aigit. iis wine cass ain snes can oss wan wate Bm a aeE IS Be 6” 16.00 * § § 

Noseb 712-31 Mastoid Ronpetir, Carvedinc: is cgen sce xia wens won chav ace coms was Kea ME B® 16.50 * TILLE ETE, EAR AND NO E INSTRUMENTS 

Nosec 72-33 Mastoid Rongétirattmulap, ... o.0. 2c) 2 yaa cen 3 em ee 4 oes BeeR We OES 8 6” 16.75 * 

Nosed 72-35 | Jansen’s Rongeur, double curved.......... 2.20.0: 0:0 2ce cere eee eee eee me 20 .00 * Code | Cat. No. Name of Article Size Price 
Nosee 72-39 | Beyer’s: Septum. Rongeur; curved... 00 ueneesies ce en tai eta nce 634” 15.00 * 

Nosef 72-41 Zaufal-Jansen Double Action Rongeur, slightly curved................. 634" 38 .00 * Forsn 74-00 Cilia Forceps, square ends............ 00000 c cee eeee ee eee este eee ee eed 31" $ 2.75 * 
Noseg| 72-43 | Lombard-Beyer Double Action Rongeur, one jaw flat (for spongeous bone)| 6 14"” 26.50 * Forso AOU. Wl Gila sBovcepes, Stig led Credle ees on x acm Gcevam x: seemless ome e Yoewe Ms fo 314" 3.00 * 
Sciao 72-55 Heymann’s Nasal Scissors, angled............... 6. cscs ee eevee eee es 614” 7.50 * Forsp 74-14 Von Graefe’s Fixation Forceps, self holding, cross action.............. 4" 1.25°* 
Noseh 72-61 | Struycken’s Nasal Cutting Forceps, angled.......................55-- 734" 18 .50 * Forsq 74-90 || (sis: Worcee; Plains wore uss a06 2.09 2 025 ¢ Rees ae es aly nat A ER ZR 4 4.50 * 
Nosei 712-63 Hencke’s Nasal Cutting Forceps, angled, very thin jaws................ Ty" 18 .50 * Forsr 14-21 Wiaa\Rorcepes dt 2MSetisg aed nae: oes de a oss aid cas wR Waren 4 6.00 * 
Nosej 712-67 Heymann’s Nasal Gouging Forceps, angled..............--..0.0. 00055 7? 10 .00 * Forst 74-30 Wilde's Baw Panes pe, Ne Gis oars won aces s:onn sone © udlentyes } mais ie BR ee Breed sy 4,50 * 
Braix 72-71 | Bruening’s Septum Cutting Forceps, angled, small, with catches......... Ty" 16.25 * ‘ Forsu 14-31 Wilde’s Ear Forceps, regular.......... 0.000000 eee ee ee eee cece eee nen 5\y" 4.50 * 
Braiy| 72-73 | Bruening’s Septum Cutting Forceps, angled, large, with catches. ........ 14" 16.75 * Retav | 76-50 | Killian’s Nasal Speculum for Children, blades 1”..................... 6" 8.50 * 
Earaa| 73-11 | Hartmann’s Ear Forceps, angled. ............-. +260. 20000 e ee eee sees 54” 8.00 * Retaw| 76-52 | Killian’s Nasal Speculum for Adults, blades 136”..................... 614” 9.00 * 
Earab 73-15 | Hartmann’s Nasal Dressing Forceps, angled, regular................... The!’ 8.50% ' Retax 76-54 | Killian’s Septum Speculum, blades 2”. ............0.000.0000200 0000s 614" 10.00 * 
Earac| 73-17 | Hartmann’s Nasal Dressing Forceps, anti-twist jaws, fine............... 14” I .25.* Retay 76-55 | Killian’s Septum! Speculum, blades 234”. ..... 00.0... .0 cece 654" 10.50 * 
Seen ————————eEeeEeEeEeEeEeEeEeEeEeEeEeEeEeEeEeEeEe—e—E——— 
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STILLE EYE, EAR, NOSE AND THROAT INSTRUMENTS 


Code | Cat. No. Name of Article Size Price 

Earad 77-03 Killian’s Mastoid Chisel, 3 mm. wide.................000000-00eeeeee 5 $ 3.75 * 
Earae 71-04 Killian’s Mastoid Chisel, 4 mm. wide...............0 000 ee eee e cece 5" aso * 
Earaf 71-06 Killian’s Mastoid Chisel, 6 mm. wide..............2..0:00eeeeeeeeeee 5” 37 * 
Earag 77-13 | Killian’s Mastoid Gouge, 3 mm. wide..............-0--0-0 00sec eens 5” 4.00 * 
Earah| 77-14 | Killian’s Mastoid Gouge, 4 mm. wide................0 0.0000 e eee e eee 5” 4.00 * 
Earai 77-15 Killian’s Mastoid Gouge, 5 mm. wide... .....650 605 0s eee cee eb eens Be 4.00 * 
Earaj 71-16 | Killian’s Mastoid Gouge, 6 mm. wide...............6 00060002 e eee ene 5” 4.00 * 
Earak| 77-18 | Killian’s Mastoid Gouge, 8 mm. wide................0. 0050s eee ee eee id 4.00 * 
Earal 771-20 Killian’s Mastoid Gouge, 10 mm. wide.......6.. 00.6 cesses eden eeneees St 4.00 * 
Earam| 77-22 | Killian’s Mastoid Gouge, 12 mm. wide...............--0.002020e seen 5” 4.00 * 
Earan| 177-24 | Killian’s Mastoid Gouge, 14 mm. wide...............6 0.00000 e eee e es 5” 4.00 * 
Earao 71-33 Stacke’s Mastoid Gouge, 3 mm. wide, slightly curved.................. 6” 4.00 * 
Earap| 77-35 | Stacke’s Mastoid Gouge, 5 mm. wide, slightly curved...............--. 6” 4.00 * 
Earaq| 77-38 | Stacke’s Mastoid Gouge, 8 mm. wide, slightly curved.................. ad 4.00 * 
Earar 77-45 | Killian’s Bayonet Septum Gouge, 5 mm. wide...........-..-60.0005005 6” 4.50 * 
Earas T1-AT Killian’s Bayonet Septum Gouge, 7 mm. wide...............-++-0-0055 6” 4.50 * 
Bonin 77-52 | Stille’s Septum Naspatiory.. o... - nies. cccce ccs gonna nee cece none ee wines 7" 3.75 * 
Bonio 77-55 | Stille’s Septum Elevator, slightly curved............... 66s eeee eee eee 7 3.5 
Earat 78-03 Septum-Mastoid Curette, round curved backwards, 3 mm., hollow handle 634” 6.15 * 
Earau 78-04 | Septum-Mastoid Curette, round, curved backwards, 4 mm., hollow handle 634” 6.18 * 
Earav 78-05 Septum-Mastoid Curette, round, curved backwards, 5 mm., hollow handle 634" 6.75 * 
Earaw| 78-15 Killian’s Curette, round, curved forwards, 5 mm., hollow handle......... 634” 6.75 * 
Earox 78-16 Killian’s Curette, round, curved forwards, 6 mm., hollow handle......... 634” 6.15 * 
Earoy 78-17 Killian’s Curette, round, curved forwards, 7 mm., hollow handle......... 634" 6.15 * 
Sciap 82-71 Metzenbaum’s Tonsil Scissors, curved ............0 02.0 e seen eee eee Wid 7.50* 
Sciar 82-77 | Boettcher’s Tonsil Scissors, curved............0 00000 cece eee eee e eee 754" T.50 * 
Forlf 83-75 | Schnidt’s Tonsil Haemostat, curved, box lock (see illustration on page 27)| 8” 8.50 * 
Retea 86-50 | Tracheal Retractor, 1 sharp prong..............0+ 060 e cence eee eens TA" 4.00 * 
Reteb 86-51 Tracheal Retractor, 1 blunt prong... 0... 1... 00020 eeee sees nesters enes Ty" 4.00 * 
Retec 86-54 Tracheal Retractor, 2 sharp prongs. ....... 000s: ese ee cerns renee ee eee Tg” 4.50 * 
Reted 86-55 Tracheal Retractor, 2 blunt prongs. ........ 600200 e cee e ene eee eee TK" 4.50 * 
Retee 86-60 | Max Stille’s Tongue Depressor, hooked handle.................+.+05++ 1" 6.75 * 
Disec 87-75 | Stolte’s Double Ended Tonsil Dissector. ..............000+ 200 e eee eee 8” 4.25 * 
Code | Cat. No. Name of Article Size Price 

Gynea 92-32 Sim’s Uterine Scissors, straight, sharp and blunt points................. 8” $ 7.50* 
Gyneb 92-33 | Sim’s Uterine Scissors, curved, sharp and blunt points...........-.-..- 8” 8.00 * 
Gynec 92-34 Sim’s Uterine Scissors, straight, blunt and blunt points.............-.-. 9” 7.50 * 
Gyned 92-35 Sim’s Uterine Scissors, curved, blunt and blunt points.............-..+ ae 8.00 * 

(see illustrations on page 4) 


SCANLAN-MORRIS COMPANY, STILLE DIVISION, MADISON, WIS. 


28 


= STAINES S SIEEL ——-- STILLE = 


SURGICAL INSTRUMENTS 


STILLE GYNECOLOGICAL AND OBSTETRICAL INSTRUMENTS (Continued) 


Code | Cat. No. Name of Article Size Price 

Sciae 42-38 Abdominal Scissors, heavy, straight, blunt and blunt points............- Bly” $8 .50 * 
Sciaf 42-39 Abdominal Scissors, heavy, curved, blunt and blunt points. ..........-. Bly” 9.00 * 

(see illustration on page 4) 
Gynee 93-05 Pean’s Hysterectomy Forceps, curved, flat shanks... coe cos $ Ge Fa SUH 84” 9.00 * 
Forpa 93-10 Pean’s Hysterectomy Forceps, straight, short jaws, box 1. 8” 7.25 * 
Forpb 93-11 Pean’s Hysterectomy Forceps, curved, short jaws, box Vogl ne siete satiaieins 8” 715° * 
Forpe 93-12 Pean’s Hysterectomy Forceps, straight, long jaws, BORO CEE 6 5: ise ord onsets 944” Tiboe 
Forpd 93-13 | Pean’s Hysterectomy Forceps, curved, long jaws, box lock............-- 914" 8.50 * 
(see illustrations on page 8) 
Gynef 93-19 | Wertheim’s Hysterectomy Clamp, right angled............-.++++++++5: 814” 15.50% 
Forpe 93-25 | Faure Forceps for Uterine Artery, short curved jaws, box lock, 1x2 teeth. 814" 9.50 * 
Gyneg 93-30 | Wichmann’s Uterus Elevating Forceps. ..........-.00+s0esee errr ees 10” 231.50 * 
Designed to enfold the uterus and hold it without squeezing or tearing 

Gynei 93-75 | Saenger’s Placenta Forceps. .......-- 0. +002 s0se seers eee n eee eee ees iy’ 13/15) 
Foera 93-82 | Foerster’s Sponge Forceps, smooth loops, straight, box lock.........---. 944" 8.50 * 
Foerb 93-83 Foerster’s Sponge Forceps, smooth loops, curved, box lock.............. 94” 8.75 * 
Foerc 93-84 Foerster’s Sponge Forceps, serrated loops, straight, box lock. ........... 914” 8.75 * 
Foerd 93-85 Foerster’s Sponge Forceps, serrated loops, curved, box lock...........-. 914” 9.25 * 
Forsw 94-20 Uterine Tissue Forceps, straight, 3x4 teeth... 0.2.0... - 00-00 e eee eee Bit 7.00 * 
Forsx 94-21 | Uterine Tissue Forceps, curved, 3x4 teeth. .........5 50500 eee eee ee 8” T.25'* 
Gynej 95-10 | Jacob’s Vulsellum Forceps, 2x2 teeth, straight, box lock............+.++ 9” 11..00'* 
Gynek 95-11 Jacob’s Vulsellum Forceps, 2x2 teeth, curved, box lock...........+++45++ ‘gf 11,50°* 
Gynel 95-24 | Schroeder’s Tenaculum Forceps, straight, box lock...............+++++5 914” 9.50 * 
Retef 96-11 | Doyen’s Vaginal Retractor, blade 17%/’x34"...... sean ch cesses eae oyna ands 8” 12.00 * 
Reteg 96-12 | Doyen’s Vaginal Retractor, blade 136'’x434”’. 814” 12,50 * 
Reteh 96-14 | Doyen’s Vaginal Retractor, blade 214x434"... 00.0626. cece eee eens 814” 13.00 * 
Retei 96-28 | Fritsch’s Abdominal Retractor, 154” wide.............4000 2 eee eee e eee LOS" 10,50: * 


STILLE instruments are fully guaranteed against defects in material or workmanship. With 
normal use and reasonable care, they withstand wear and tear for many, many years. Being 


of stainless steel, they are easily cleaned and cared for. They require no replating. Scissors and 


cutting instruments need sharpening but rarely. 


The general sturdy construction of Stille instruments and the correct tempering of the material 


used in construction insure their ability for uniformly dependable service in the operating room 


with least interruption for repairs and reconditioning. Such continuous service means minimum 


maintenance expense, eliminates the inconvenience of large lots of instruments being sent to 


the repair shop, assures the surgeon of utmost assistance in his work. 
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